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1. Introduction 

Use of miniature silicon diodes (MC 170, MC 459, MC 488B, 

etc., Mi~ros~miconductor Corporation, 11250 Playa Court, Culver 

City, California), manufactured for electronic 'circuit applicatio:ns, as 

dosimeters for heavy c:harged particles has been ,reported (Koehler 

1967, Raju 1966). The diodes are operated in short-circuit mode be-

cause of relative freedom from temperature ,effects and no need 'of 

bias supply., In addition, the response is proportional to the dose rate 

over a very wide range of dose rates. The depth-dose distribution of 

50-MeV protons and 910-MeV Q' particles measured with these diodes 

shows no saturation effects at the Bragg peak position. The depth

dose distribution of 60Co " rays and 8-MeV electrons as measured by 

these diodes agrees well with results from the ionization chamber. 

The sensitivity of these diodes is limited to about 10 rads/min because 

of their small size. 

Trump and Pinkerton (1967) have also shown the use of the diodes 

for automatic isodose meter, and ,their results show excellent agree

ment with ion chambers for the depth-dos~ distribution of 60Co " rays, 

6 and 20-MeV electrons. 

~c 

Guest scientist from the Southwest Center for Advanced Studies, 
Dallas, Texas. 
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The purpose of this note is to provide some information of interest 

in the use of these diodes as radiation dosimeters. 

2. Radiation Damage 

The sensitivity of these diodes does' not change when they are ex-

posed to a total do.se of (a)2megarads?f 50-'kVP x- rays at a dose fate 

of 2500 R/min, (b) 0.2 megarad of 250-kVP x- rays at a dose rate of 

. 60 / 1500 R/min, or 0.5 megarad of Co at a dose rate of 3000 R min. 

How,ever, when they are exposed to beams of either heavy charged par

ticles or high-energy electrons, the sensitivity is reduced by a factor of 

about 2 for a doseof amegarad or so. Hence the diode can be used as 

. 137 
a dosimeter for conventional radiation such as 250-kVP x- rays and Cs 

60 
and Co 'Y rays, without a significant problem caused by radiation dam-

age. For use withintense beams of high-energy' electron's and heavy 

charged pa·rticles, however, it can be exposed to a high dose, of the order 

of a megarad, with the~e radiations and thus it can be used as ~ dosim

eter, since further small exposure do~s not significantly change its sen-

sitivity. ' 

3. Dose- Rate Effects' 

The respons e is found to be independent of dose rate up to an in-

vestigated dose rate of 5000 R/min (Raju 1966). The dose rate region is 

extended beyond 1 megarad/min by using 8-MeV electrons from a linac. 

The diode is first preexposed to' a dose of 10 megarads. Its' current out-

put as a function of dose rate is shown in,.fig. 1. Saturation effects are 

seen at 30000 rad/min. A bias of a few volts is adequate for the charge 

collection up to a dose rate of 1 megarad/min. Further increase in 



.. 

-3- UCRL-18645 

voltage do not seem to help any further. The saturation at 1 megarad/min 

is probably due to radiation damage. The increase in current at lower 

dose rates when external bias is applied is due to the increase in leakage 

current .... At higher dose rates, at which the leakage current is negligible 

when compared with radiation-induced current, the response of the biased 

diode follows that of an unbiased one. 

4. Temperatureeffects 

The diode is exposed to a constant dose rate and its current is mea-

sured when the temperature is varied over a range of 5 to 60 0 C. The 

average temperature coefficient is found to be +0.4% per 10 C. 

5. Directionalresponse 
, , 

The se'nsitivity of the diode is found to change with the angle of its 

orientation when ~xposed to 250-kVP x-rays. Depending on the type of 

diode used, the difference in sensitivity between minimum and maximum 

response is as much as 2 to 3 times. However, when the diode is exposed 

to high-energy electrons or high-energy heavy charged particles, the ~en-

sitivity is found to be independent of the angle of orientation of the diode. 

6. Energy response 

The sensitivity of the diode is about the same for 60Co y rays, 

8~MeV electrons, and x-rays, and this is in agreement with the results 

of Trump and Pinkerton (1967). For low-energy x-rays, however, the 

sensitivity is higher because of a higher absorption coefficient for silicon. 

For example, the sensitivity of the diode is found to be about 2.5 times as 

60 high for 250-kVP x-rays as for Co y rays fora given exposure. 
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Caption 

Fig. 1- Current output as a function of dose rate. 



.J 

.,' 

10-8 
C/) 
(I) 
'-
(I) 

0-
E 
co 
~ 

c 
(I) 
'
'
::J 
O. 

(I) 

-0 
_2 
o 

-5- UCRL-18645 

./ 

O~0-0 

NO BIAS 

1O-12L ___ --L-:-___ ~:__-----.l7----L~--~::s---~ 
10 10 2 10 3 104 105 106 107 

Dose rate, rads/min DBL 6812-5543 

Fig. 1. Current output as a 
function of dose rate. 



LEGAL NOTICE 

This report was prepared as an account of Government sponsored work. 
Neither the United States, nor the Commission, nor any person acting on 
behalf of the Commission: 

A. Makes any warranty or representation, expressed or implied, with 
respect to the accuracy, completeness, or usefulness of the informa
tion contained in this report, or that the use of any information, 
apparatus, method, or process disclosed in this report may not in
fringe privately owned rights; or 

B. Assumes any liabilities with respect to the useo£, orEor damages 
resulting from the use of any information, apparatus, method, or 
process disclosed in this report. 
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such contractor, to the extent that such employee or contractor of the 
Commission, or employee of such con tractor prepares, disseminates, or pro
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