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A DETAILED MONTE CARLO STUDY OF MULTIPLE SCATTERING CONTAMINATION 
- * IN COMPTON TOMOGRAPHY AT 90 DEGREES 

Alberto Del Guerra(l,+), Ronalda Bellazzini( 2), Guido Tonelli( 2), 

Renzo Venturi(3), and Walter.R. Nelson< 4) 

Abstract 

A low dose technique has been recently proposed for tomographic studies 
- 0 

of the lung, which makes use of a gamma camera to detect 90 Compton scattered 

photons from external planar gamma source. ·In this paper we present a 

detai 1 ed Monte Carlo study of this technique. A 20 x 20 x 20 cm3 water -

phantom was simulated as a target and a large gamma camera equipped with 

imaging collimator as a detector. The multiple scattering contamination of 

the _single scattered signa 1 was studied as a function of the source-detector 

geometry and of the incident energy, in the range 100 to 500 keV. The 

multiple to single scatter ratio has an approximate 1/E 
0 ~ 7 dependence and 

increases almost linearly with the phantom depth and the transversal thickness 

at 90°. Simulation has been also performed with a 16 x 16 xlO cm3 sawdust 

phantom of 0.3 g/cm3 density; the Monte Carlo results agree to a few percent 

with experimental data. 
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1. Introduction 

The use of Compton scattered radiation to produce an image of a selected 

volume of human tissue for diagnostic purposes was originally proposed by 

Lale(l) and Clarke( 2). The principle of this technique is to irradiate a 

biological target with a narrow monenergetic X- or gamma-ray beam (100-2000 

keV) and to detect the fl uence of photons scattered into a well defined solid 

angle in order to obtain information on the mass density of the target. For 

photons of that energy Compton scattering is the dominant interaction with all 

tissues. Then, the flue·nce of single scattered photons depends linearly upon 

the electron density of the target. The latter is related to the mass density 

through the weighted average of the atomic to mass number ratio of the 

biological sample. Several attempts have been made to exploit Compton 

scanners to a narrow beam geometry, mostly for densitometry studies of 

selected organs or tissues, and as a tool to aid for treatment planning. A 

deta i 1 ed bib 1 i ography may be found e 1 sewhe re ( 3 ' 4) • The main 1 imitations to 

the density resolution derive from the attenuation of the incident beam and 

from the contamination introduced by multiple scattering of the photons in the 

target(S). The latter produces an undesiderable signal in the detector, 

which arises from a volume in the target other than the irradiated one. Thus, 

the infonnation on the mass density of the selected volume is altered by the 

material around . it. 

More recently< 6-9 ) several applications have been made of the Compton 

scattering technique, which make use of extended gamma sources and large field 

gamma cameras to detect 90° scattered photons. The use of a large Nai (T1) 

crystal of small thickness (typically 1/2 11
) requires the choice of a low 

energy (below 500 keV) gamma source in order to have a reasonable efficiency 

at the~90° scattered photon energy. At· the CNR'·Institute.of Clinical 

Physiology, this technique has currently being applied to tomographic imaging 
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of the lung(l), for both routine studies and continuous monitoring of 

patients who cannot be transported to a TCT (e.g., those with pulmonary 

edema). The experimental apparatus is commonly known as the COSCAT unit. 

These studies are of particular interest because of the very low dose 

involved, about 0.5 mGy (whole body for each tomogram), as measured with TLD 

dosimeters on an Alderson-Rando phantom(lO). 

We have previously shown how it is possible to correct the data obtained 

with the COSCAT unit(ll) for attenuation of the incident beam. In this 

paper we present the results of a detailed Monte Carlo study of the multiple 

scattering contamination. Single (S) and multiple (M) Compton scattering at 

90° are calculated at various incident energies between 100 and 500 keV. The 

ratio M/S as a function of the target depth and of the transversal thickness 
' ,, 

is discussed. Finally a comparison of the Monte Carlo results with 

experimental data is presented for the case of a sawdust phantom, 0.3 gfcm3 

density. 

2. Monte Carlo Technique and Problem Model. 

For the simulation of Compton scattering from a phantom, the general 

electromagnetic radiation transport code EGS (Electron-Gamma-Shower)(l 2) 

was used. Details of the simulation mqy be found elsewhere( 3). Two 

different types of sources have been considered: a 11 pencil 11 beam and a 

collimated line source. The pencil beam is described by a Dirac delta 

function in position, size, and angle. The second type of source corresponds 

to that of the COSCAT unit: Fig. 1 shows a schematic drawing of the 

experimental set-up. A monoenergetic line source, having a length of 80 em 

and of negligible thickness, is placed in a parallelepiped box made of lead; a 

slit (0.3 em x 60 em) located 13.7 em from the source, determines the length 

of the field and the solid angle subtended. The source irradiates a frontal 

(or a sagittal) section of a human thorax. A gamma camera, equipped with a 
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high resolution imaging collimator to improve background rejection, detects 

the Compton scattered radiation at 90° and produces an image of the section 

irradiated. In the simulation neither self-absorption in the source, nor 

scattering within the collimator was considered. Photons \'#hich interact in 

and exit from the target are scored by outputting onto magnetic tape the 

various quantities of interest: incident and exiting energies, coordinates 

and direction cosines corresponding to these photons, the number of Compton 

scatterings that the photon has undergone inside the phantom, and the angular 

detai 1 s associ a ted with each of these scatterings. The program is extremely 

fast as far as programs of this type are concerned. As many as 800 photons 

per second are generated and followed on the IBM-370~68 (that is, about 1.2 

ms per photon history). 

Once the Monte Carlo data have been written onto magnetic tape, a 

subsequent analysis program is used to simulate the detector and to histogram 

and plot the results of interest. The detector is a large field gamma camera 

equipped with an imaging collimator that only accepts events around 90° to the 

phantom relative to the beam direction. Only the geometric acceptance of the 

collimator has been considered and no studies of edge/septum effects have been 

attempted. The collimator has been simulated as a series of 11Vi rtual 11 

cylindrical holes, each centered on the exit point of the scattered photon 

from the target surface. A photon which is within the solid angle subtended 

by the hole is transmitted through and reaches the gamma camera; otherwise it 

is considered 11absorbed11 by the collimator. Various diameters of the virtual 

cylinders, e_ach of length 50 mm, have been simulated between 1 mm to infinity 

i.e., no collimator). In the sections that follow we refer to the various 

sizes of-the virtual collimator as o1, o2, ••. o25 , 0
00

, where the 

subscript indicates its diameter in mm. The gamma camera response has been 

also simulated in the following manner. The energy and the position of 
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the scattered photons are sampled under Gaussian distributions, taking-into 

account the energy and spatial resolution of the gamma camera. The photons 

are then weighted according to the corresponding photopeak efficiency • 

. Typical resolution data at the three energies chosen for the simulation are 

listed in Table 1. Analytical fits have been used in the analysis program to 

provide a continuous interpolation. 

3. Monte Carlo Results. 

In the pencil beam case, three incident photon energies (100, 279, 500 

k eV) were chosen. For the collimated 1 i ne source case we only considered the 

midpoint energy (279 keV), which is the gamma 1 i ne of 203Hg. In either 

situation the target was a 20 x_ 20 x 20 em water phantom. The active region 

of the gamma camera was 20 em x 20 em in the analysis program, corresponding 

to the target surface itself. The Monte Carlo calculation was terminated 

whenever a photon reached an energy-corresponding to the Compton backscatter 

energy, except for the 500 keY case, where a higher energy cutoff was used 

("fable 1 ). 

3.1 - Pencil Beam Results 

In Fig. 2 we show typical calculated spectra (single and multiple 

scattering) for three incident photon energies and for three virtual 

collimators (0
00

; o10 , o3). The response of the gamma camera was not 

included Gn this figure only). In Fig. 3.we show the multiple to single 

ratio, M/S, when the spectral response of the detector is included and the 

integration is performed over the energy window (Table l). 

We have studied the single and multiple scattering dependence on the 

target depth at three incident energies. Figure 4 shows the single (solid and 



multiple (dashed) scattering histograms for a o3-type collimator. The solid 

lines are exponential fits to the single scatter component. The dashed lines 

indicate the trend of the Compton build-up of multiple scattering events. The 

peak of the multiple scattering distribution moves to higher depth as the 

source energy increases. 

3.2 - Collimated Line Source Results 

A 203Hg (279 keY) collimated line source (0.3 em x 60 em) was 

simulated as described in Section 2. The energy and spatial distributions 

obtained for a 3 mm collimator are shown in Fig. 5. The solid and dashed 

histograms are for single and multiple scattering events, respectively. The 

spatial resolution (FWHM) for single scattering events is 7.5 mm, whereas the 

intrinsic resolution of the gamma camera is 5.4 mm at 180 keV (Table 1). 

The dependence of the M/S ratio upon the depth into the target is shown 

in Fig. 6 (solid circles). On the same figure the ratio between double and 

single scattered photons is also plotted (open circles). The transversal 

thickness to the detector was 10 em, corresponding to the line source being 

centered on the 20 x 20 x 20 cm3 target. The dependence of M/S on the 

transversal thickness is shown in Fig. 7, where the straight lines are fits to 

the Monte Carlo data at three different depths. 

4. Discussion. 

In absence of any collimation (D -type collimator). 
00 

the 90° single 

scattering peak is-spread out because the solid angle acceptance is large. 

This is clearly visible in Figs.2.a-t,where the multiple scattering is greater 

than the single component. A rather tight spatial collimation is required in 

order to reduce the M/S ratio to a suitable level for clinical applications. 

A o3-type collimator is representative enough of a typical imaging 

collimator used with conventionaJ gamma camera. The results for such a 



collimator, plotted in Figs. 2g-i, show that_the multiple scattering 

contamination drops by on~ order _of m_a_gni_tude _at_a]J __ the __ thre.e_ener.gtes.--A---- --
--~----- 0.7--~-------

1/E dependence of the M/S ratio upon the incident photon energy can be 

detennined from the data in Fig. 3 for o3-o10 collimato,rs. Figure 3 also 

shows that M/S does not change appreciably in going from o10 to o3, 

and further decrease is limited by the finite energy resolution of the gamma 

camera. Furthennore any reduction of the call imator diameter will reduce the 

sensitivity of the system, leading to an increase in the dose delivered to the 

patient (i.e., for the same number of detected photons). A reasonable 

compromise between position accuracy and density resolution, which is chosen 

in clinical application(?), is well simulated by a o3 ~type collimator. 

Apart from marginal edge effects which would reflect different 

conditions of irradiation, it has been previously shown (see Fig. 14 of Ref. 

3) that the results are very similar for the collimated line source and the 

pencil beam at the same energy. It is reasonable to assume that for small 

collimator apertures (03-o10 ) the ~1/S ratio remains essentially the same 

for either source. In general, given a unifonn illumination of the front face 

of the phantom, most of the results obtained for the pencil beam case may also 

be applied to extended sources. 
\ 

The M2;s data of Fig. 6 show a linear dependence with z, the depth 

into the phantom. This can be justified using a simple model, provided that 

the proper energy and spatial resolution of our collimator-gamma camera system 

are taken into account. To a lesser extent the M/S data can be also 

parametrized as linear with z. Along with the linear parametrization shown 

in Fig. 7, it is reasonable to assume, particularly for phantom depths less 

than 10 ern, that M/S = c1 z + c2t J., where c1 and c2 are 

constants, and t.! is the transversal thickness to the detector. 
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4. Comparison of Monte Carlo Results and Experimental Data 

A. 203Hg line source defined by a 0.3 em x 60 em slit (see 

Section 2) was used in the experiment. The target consisted of a box filled 

with wet sawdust having a density of 0.3 g/cm3• The box was constructed out 

of 0.16 em thick perspex with dimensions 16 em x 16 em x 10 em (see insert to 

Fig. 8). A large-field gamma camera (TOSHIBA Jumbo Camera - GCA 202) equipped 

with a medium-energy, high-resolution type collimator was located at right 

angles to the box in order to detect scattered photons. The digital output of 

the gamma camera was in the form of a 64x 64 matrix with a pixel size of 0.5 

cmx 0.5 em. The experimental data, however, was limited to a 32 x 32 matrix 

located well inside the acceptance field of the camera. The number of counts 

for each pixel was averaged over the dimensions of the matrix parallel to the 

linear source and rebinned into 16 bins in order to reduce the statistical 

errors. The data thus obtained are presented as a function of the phantom 

depth in Fig. 8 (solid circles). 

The Monte Carlo simulation for the same 16 em x 16 em x 10 em sawdust 

box, normalized to the total number of counts between 0 and 14 em, is shown as 

a histogram in Fig. 8. The statistical error associated with each of the 

histogram bins is of the order of 10%. The gamma camera performance and a 

o3-type collimator were considered in the simulation. 

The Monte Carlo calculation reasonably simulates the experiment; both 

include primary beam attenuation, divergence and multiple.scattering effects. 
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In order to better understand thi.s ~ two corrections were applied to the 

experimental data, as described in reference (11). First the raw data (solid 

circles), were corrected for attenuation of the incident beam (open circles) 

and a straight line fit was made to these points (i.e., line a) in Fig 8). 

Second, line b) is the result of applying the beam divergence correction to 

line a). A definite upward slope is clearly present, which we attribute to 

multiple scattering in the phantom. In fact, if we superimpose the histogram 

of ratio of the total (S + M) to single (S) scattering, obtained from the 

Monte Carlo simulation of this problem, the agreement is quite good. 

From the results presented in Fig. 8, we may conclude that a positive 

linear bias as large as 25% would be introduced for such a phantom, if the 

multiple scattering correction is not applied. A similar qualitative trend • 

has also been observed in different experimental conditions, i.e., narrow beam , 

geometry and small volume target( 13- 15 ). 

5. Conclusions. 

In this paper we have extended the simulation of the Compton Scatter 

method to photon energies and geometries which are particularly suited to 

gamma cameras. We have extensively investigated the multiple scattering 

contamination in 90° Compton scattering as a function of the incident photon 

energy. For a 20 x 20 x. 20 cm3 water phantom, when the detector is a 

gamma camera equipped with conventional imaging collimator, such a 

contamination at low energy (100 keV) is of the same order of magnitude as the 

90° . 1 . 1 Th M/S . . 1 " 1 /E 0 • 7 d . · s1 ng e scatter s1 gna • e rat1 o goes approx1 mate y as an 1 s 

rather independent of the collimator diameter in the 3 mm to 10 mm range. A 

linear 203 Hg (279 keV) line source has been simulated, which is 

representative of that currently used in clinical applications for detecting 

the overall distribution of the lung density and for monitoring changes of 

lung pathology. The M/S ratio has been studied as a function of the depth 
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into the phantom and of the transverse thickness to the detector. A linear 

parametrization of M/S could be useful, at least for small thicknesses (less 

than 10 cm2/g). Further work is in progress to use this linear correction 

for the clinical data, where high gradient density inhomogeneities are 

present. 

Finally the use of the EGS code and the source sampling scheme has 

reduced the computer time limitations normally encountered in problems of 

this type (i.e~, low efficiency simulation). Because of its versatility and 

modularity, the EGS code might have several other applications to similar 

situations, such as single photon tomography and positron tomography(l 6 ). 

-10-



REFERENCES 

(1) P. G. Lale, 11 The examination of internal tissues, using gamma ray 

scattered with a possible extension to megavolt radiography .. , Phys. Med. 

Biol., vol. 4, pp. 159-166,1959. 

(2) R. L. Clarke and G. Van Dyk, 11 The use of Compton scattered gamma 

radiation in diagnostic radiography .. , in 11Medical Radiosotope 

scintigraphy .. , IAEA Vienna STI/PUB/193, pp. 247-260, 1969. 

(3) A. Del Guerra, R. Bellazzini, G. Tonelli, R. Venturi and w. R. Nelson, 

"Application of the Method of Monte Carlo to Compton .scattering 

radiography in homogeneous media 11
, Stanford Linear Accelerator Center 

Report, SLAC-PUB-2648, November 1980. 

(4) J. J. Battista and M.J. Bronskill, 11Compton scatter imaging of 

transverse sections: an overall appraisal and evaluation for radio

therapy planning .. , Phys. Med. Biol., Vol. 26, pp. 81-99, 1981. 

(5). J. J. Battista and M. J. Bronskill, 11 Compton scatter tissue densitometry: 

calculation of single and multiple scatter photon fluence 11
, Phys. Med. 

Biol. Vol 23, pp. 1-23, 1978. 

(6) S. G. Mirrell, G. w. Anderson and W. H. Blahd, 11A tomographic brain 

imaging system using Compton scattered gamma rays 11
, in 11 Proceedings of 

the International Symposium on Medical Radionuclide Imaging .. , Los 

Ang~les, IAEA-SM-210/70, pp. 255-262, 1976. 

(7)· M. Pistolesi, S. Solfanelli, R. Guzzardi, M. Mey and C. Giuntini, 
11 Chest tomography by gamma camera and external gamma source", J. Nucl. 

Med., Vol. 19, pp. 94-97, 1978. 

C. Giuntini, R. Guzzardi, M. Pi stolesi, M.Mey and s. Sol fanell i, 
11 Evaluation of a system for 90° Compton scattering in lung 

-11-



tomography .. , Prog. Resp. Res., Vol. 11, pp. 76-85, 1978. 

R. Guzzardi, M.Mey and C. Giuntini, 1190° Compton Scattering Tomography 

of the lung: Detection characteristics and correction of the 

attenuation .. ;J.Nucl. Med. All. Sci., Vol. 24, pp. 163-169,1980. 

(8} S. Askienazy, L. Barritault, J. M. Lacaille, D. Gambini and D. Freddy, 

11 New aspects of Compton scattered tomography .. , presented at the 2nd 

Congress Europ. Nucl. Med. Soc., London, 17-18 April 1978. 

(9} S. Okuyama, H. Mishina, K. Sera and T. Matsuzawa, 11 Clinical prospects 

of Compton radi ography 11
, Sci. Rep. Res. In st. Tohoku Univer., Vol. 24 

pp. 84, 1978. 

(10} R. Guzzardi, M. Mey, and G. Busuoli, 11 Dosimetric assessment of the 90° 

Compton scattering tomography (CST} of the lung•, presented at the 

XII Int. Conf. Med. and Bio. Eng. and v. Int. Conf~ Med. Phys., 

Jerusalem, 1979. 

(11} R. Bellazzini, A. Del Guerra, A. Krachmalnicoff, F. Neri, G. Tonelli, 

G. Garbarino, R. Guzzardi, and M. Mey, 11Metodi automatic di correzi one 

di Tomogrammi Compton 11in Proceedings of the 11 International Conference on 

Computerized Tomography: Related Instrumentation and Data Processing 

Techniques .. , Pavia (Italy}, pp. 137-147, October 1978. 

(12} R. L. Ford and W. R. Nelson; 11 The EGS code system: Computer program 

for the Monte Carlo simulation of Electromagnetic Cascade Showers 

(Version 3} .. , Stanford Linear Accelerator Center Report, SLAC-21 0, 

June 1978. 

-12-



(13) T. J. Kennett and C. E. Heber, 11 Bone density measurement by photon 

---~----- --sea-tteri-ng-: -I--.-As-system-for- c-1-i-ni-ca-1-us·e-II-;-Phys ~--Mea-; -B-ior:--; -vol-.---~---

21, pp. 760-769, 1976. 

T. J. Kennett and c. E. Weber, 11 Bone density measurement by photon 

scattering: II. Inherent source of errors 11
, Phys. Med. Biol., Vol 21, 

pp. 770-780, 1976. 

(14) A. L. Huddlesto.n, D. Bhaduri and J. Weaver, .. Geometrical considerations

for Compton Scatter densitometry .. , Med. Phys. Vol. 6, pp. 519-522, 1979~ 

(15) A. L. Huddleston and D. Bhaduri, 11 COmpton scatter densitometry in 

Cancellous Bone 11
, Phys. Med. Biol., Vol. 24, pp. 310-318, 1979. 

(16) v •. Perez-Mendez, A. Del Guerra, w. R. Nelson and K. Tam, 11The 

imaging performance of a MWPC Positron Camera .. , in preparation, 1982. 

-13.;. . 



Table 1. Kinematics and typical performance of the gamma camera. 

Incident energy (keV) 100.0 279.0 500.0 

E' (90° ) (keV) 83.6 180.5 252.7 

Backscatter energy, E' (180°) (keV) 71 .9 133.4 169.0 

Energy cutoff used in the Monte Carlo 71.9 133.4 220.0 

calculation (keV) 

Photopeak efficiency at E' (90°) 1.00 0.83 0.60 

AE/E (FWHM) atE' (90°) o. 142 0.111 0.102 

Spatial resolution (FWHM) at E I (90°) 7.33 5.36 4.88 

(mm) 

Energy window setting about E' (90°) 75-90 165-195 235-270 

(keV) 
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Figure Captions 

1 ~ Schematic drawing of the COSCAT apparatus: a 203Hg line source calli-

mated to a narrow planar beam, irradiates a section of the human thorax; 

a 1 arge field gamma came.ra detects the 90° Compton scattered photons. 

2. Typical spectra of single {solid) and multiple {dashed) scattered photons 

for three incident photon energies {100, 279, 500 keV) and three types of 

collimators: a), b) and c) with no-collimation; d), e), and f) a 10 mm 

diameter; g), h) and i) a 3 mm diameter collimator {Note: gamma 

camera response not included). 

3. Multiple to single scattering ratio as a function of the incident photon 

energy for three collimators: a) no collimation, b) 10 mm diameter 

and c) 3 mm diameter collimator. M/S has been integrated over the. 

acceptance window of the gamma camera. 

~. Single {solid) arid multiple {dashed) scattering distributions as a 

function of the depth into the target for a 3 mm diameter 

collimator: a) incident energy 100 keV, b) 279 keV and c) 500 keV. 

5. Typical results for the 203Hg line source and 3 mm diameter collimator: 

a) energy spectrum for single {solid) and multiple scattering {dashed); 

b) spatial distributior1 fer s·ingle~ol id) and multiple scattering {dashed). 

6. Multiple to single scatter ratio {solidcircles) and double to single 

scatter ratio {open circles) for the line source and ii 3 mm diameter 

collimator. (The solid lines are linear fits to the data.) 

7. Linear dependence of the multiple to single scatter ratio upon the 

transversal thickness to the detector for three target depths • 

8. Comparison of the Monte Carlo results with the experimental data taken 

with a sawdust phantom {density 0.3 g/cm3), as described in the insert. 

The solid circles are the experimental raw data and the superimposed 
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histogram is the Monte Carlo simulation. The open circles are the 

experimental data after the attenuation correction has been applied and 

the solid line a} is a linear fit to these points. The solid line 

b) is the effect of applying a further geometric correction for the beam 

divergence. The total to" single scattering ratio .. as obtained by 

Monte Carlo calculation ,is also superimposed as a histogram (right-hand 

scale}. 
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