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This document was prepared as an account of work sponsored by the 
United States Government. Neither the United States Government 
nor any agency thereof, nor The Regents of the University of Califor
nia, nor any of their employees, makes any warranty, express or im
plied, or assumes any legal1iability or responsibility for the accuracy, 
completeness, or usefulness of any information, apparatus, product, 
or process disclosed, or represents that its use would not infringe pri
vately owned rights. Reference herein to any specific commercial 
product, process, or service by its trade name, trademark, manufac
turer, or otherwise, does not necessarily constitute or imply its en
dorsement, recommendation, or favoring by the United States Gov
ernment or any agency thereof, or The Regents of the University of 
California. The views and opinions of authors expressed herein do 
not necessarily state or reflect those of the United States Government 
or any agency thereof or The Regents of the University of California 
and shall not be used for advertising or product endorsement pur
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ABSTRACf 

A low power, successive approximation, 
analog-to-digital converter (AD C) for low rate, 
low cost, battery powered applications is 
described. The ADC is based on a commercial 
50 m W successive approximation CMOS 
device (CS5102). An on-chip self-calibration 
circuit reduces the inherent differential non
linearity to 7%. A further reduction of the 
differential nonlinearity to 0.5% is attained 
with a four bit Gatti function. The Gatti 
function is distributed to minimize battery 
power consumption. All analog functions 
reside with the ADC while the noisy digital 

. functions reside in the personal computer based 
histogramming memory. Fiber optic cables 
carry all digital information between the ADC 
and the personal computer based 
histogramming memory. 

'I. INTRODUCTION 

Our initial application of a low power, low 
noise ADC was with a gamma-ray 
spectrometer· planned for NASA's comet 
rendezvous mission, CRAP. This ADC and a 
companion low power gated integrator were an 
integral part of the planned pulse processing 
electronics [1]. 

Many experiments are often located in 
electrically noisy environments. Some of the 
common sources of noise include ground loops 
and high frequency noise pickup in cables .. 
Today, laboratory instrumentation commonly 
include personal computers (PC's), whose 
video monitors and switching power· supplies 
are often a major source of noise. Presented 
here are techniqu'es to minimize or eliminate 
some of these noise sources without sacrificing 
unclear instrumentation quality. It is desirable 
to convert analog signals to digital signals as 
close to the analog signal source as possible. 
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Therefore, all sensitive analog circuitry and the 
ADC reside in the same battery powered NIM 
bin. Communication between the ADC and the 
PC is best done over fiber optic cables, since 
fiber optic cables are ideally suited to the 
transmission of digital information without 
creating conduits for electrical noise. Our 
present application, instrumentation of micro
calorimeters [4], is an extreme example of low 
noise requirements. Noise levels on the order 
of a few tens of eV, or less, are not uncommon. 

II. CIRCUIT DESCRIPTION 

Refer to the block diagram in Fig. 1. The 
serial ADC is in NIM bin 1, which is battery 
powered. The serial to parallel converter is in 
NIM bin 2, whose only connections to bin 1 are 
two fiber optic cables. Bin 2 is electrically 
cabled to a modified PC based pulse height 
analyzer(PHA). It is a commercial Nucleus 
PHA with modifications to accept an external 
13-bit parallel digital word instead of the 
normal ADC output. Bin 2 and the PHA 
process only digital data, where line power and 
switching power supplies are not detrimental to 
data. 

NIH BIN 1 NIH BIN 2 
... __ .... _ ......................... . 
, . , , 

E ; 

; SERIAL/ ; 
: : 
; PARALLEL ; 
: : 

(PC) 

1 CONVERT ER 1 
: ! 

(PHA) 

~ : 
'H---""';-+-' 

Fig. 1. Block Diagram 



Refer to Fig. 2A. This particular serial ADC' 
is appropriate to our application in several 
ways. Serial ADC's are inherently lower power 
than' parallel ADC's due to their single bit 
architecture and offer options to place some of 
the external circuitry in other places. There is 
an internal self~calibrating feature. An internal 
track and hold circuit minimizes external 
support circuitry even more. 

Data 
Control 

Logic. 

AOC 

Fig. 2A Analog to Digital ConY.rt.~ 

A flat topped analog signal, either from a 
peak detector stretcher or a gate!1 integrator, 
drives the ADC module at input, Ain. The 
internal track and hold circuit has a capacitance 
at this node. The value of this capacitance is 
sufficiently high to require a buffer with a low 
output impedance for accuracy and moderate 
slew rate. 

A digital "START" signal initiates a 
conversion cycle. Some ADC logic is required 
to sequence the AbC through this conversion 
cycle. Acquiring the analog input is an internal 
process requiring two modes of operation. The 
first mode is the coarse mode, where a high 
slew rate amplifier is enabled to acquire the 
input level as quickly as possible, but only 
coarsely. The second mode is the fine mode, 
where a high gain amplifier accurately acquires 
the analog input, albeit slowly. This 
acquisition technique provides the highest 
throughput with the most accuracy. After the 
coarse and fine sequence, the ADC logic 
generates a i"HOLD" signal, which sets the 
ADC in a hold mode and begins conversion. 
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There are two inexpensive, commercially 
available fiber optic cables, light emitting 
diodes (LED's), optical receivers, and 
connecting hardware. No special tools are 
required for assembling the system but some 
care should· be put into polishing the ends· of . 
the fibers to maximize light coupling between 
the LED and receiver. As the only means of 
communication between the two bins, the fiber 
optic cables electrically isolate the battery 
powered bin from the data acquisition part of 
the system. A ·16-bit serial data format is used 
for communication. The first twelve data bits 
are ADC data and the last four data bits are 
Gatti data. There are sixteen serial clocks. The 
data control logic detects twelve data bits and 
then multiplexes the four Gatti bits to fill the 
sixteen bit format. 

A digital to analog converter (DAC) is part of 
the analog subtraction circuit The data control 
logic loads a four bit digital number into the . 
DAC and an equivalent analog value, in the 

. range of zero to sixteen least significant bits 
(LSB's), is subtracted from Ain. Later, this 
analog subtraction is complemented with a 
digital addition of the same value. 

Refer to Fig. 2B. This module converts serial 
data to parallel data. Two optical receivers 
convert optical signals to electrical signals. 
Sixteen serial data bits are shifted into a sixteen 
bit shift register by sixteen serial clocks. The 
sixteen bit data format consists of twelve bits 
of data and four bits of Gatti data. These Gatti 
bits are binarily added to the ADC data bits in 
the 12-bit adder to complement the analog 
subtraction, which took place before the analog 
to digital conversion. Addition requires a fixed 
time. The control logic circuit then checks for 
overflow. If it detects no overflow, the data is 
unchanged. If it detects overflow, the data is , 
changed to all zeroes. Currently, all overflow 
data is placed in channel zero. However, a 
more meaningful solution is to place it in the 
highest channel number. In either case, a data 
ready FF is set and data ready(DRPY) is sent 
to the PHA. The PHA reads the data and 
returns a data acknowledge(DACK) to 
complete the handshake. 
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~19. 28. serial to Para' 1.1 Converter 

ill. FUTURE ACCOMMODATIONS 

Increasing the dynamic range of any analog 
signal processor is generally desirable. The 
analog input to this ADC is limited to +5 volts. 
On the other hand, the distributed architecture 
as presented here can readily accommodate a 
one bit increase from 12 to 13 bits of digital 
data. A novel idea conceived but not 
implemented in the design of a gated integrator 
[2] can exploit this one additional bit. The 
general idea is to stack one 12-bit range on top 
of another 12-bit range. The 13th bit value 
derIDes which of the two ranges. If the signal 
is in the high range, the bit is a one. If the 
signal is in the low range the bit is a zero. In 
either case the ADC converts a 0 volt to +5 volt 
analog signal just as before but now receives 
the 13th bit as a separate 'digital signal. The 
ADC concatenates the 13th bit tQ the 12-bits of 
converted data forming a 13-bit data for the 
PHA. 

IV. TEST RESULTS 

Differential Non-Linearity test. The ADC 
was tested with an analog ramp generator. A 
modified PC-based PHA was used to histogram 
data from the ADC. 

Conversion time ... 80 us 
DNL ..................... O.5% pk-pk 
INL .. ~ .................... 5% (upper 95%) 
Input Range .......... O to 5.Ov 
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